Quantification of progressive diabetic macular nonperfusion.
We used the IS-2000 Image Analyzer to estimate the extent of progressive diabetic macular nonperfusion in a patient by means of an automatic clustering algorithm applied to digitized fluorescein angiograms of the patient's macula taken over time. This method may provide an objective and reproducible quantification of progressive macular nonperfusion.